Distortion introduced in radionuclide camera views by multiformat imagers.
The degree of spatial distortion of radionuclide camera images introduced by the multiformat imager is compared in six different cameras. The instruments tested were the Ohio Nuclear 110 and 410S, Searle Pho Gamma LFOV, and the General Electric 400T. We found image nonlinearity variations of 4 to 25%; this illustrates the need for industrial standards applied to imager spatial distortion performance.